A mask strip to prevent fogging of glasses at surgery.
A device to prevent the surgeon's eyeglasses and instrument eyepieces from fogging is described. It consists of a double adhesive-faced tape strip that is placed along the upper border of the surgical mask so that it adheres to the mask and to the face, preventing the upward passage of moist air.